ABSTRACT

Background: A digital medicine system (DMS) has been developed to measure and report adherence to an atypical antipsychotic, aripiprazole, in psychiatric patients. The DMS consists of 3 components: ingestible sensor embedded in a medication tablet, wearable sensor, and secure mobile and cloud-based applications. An umbrella study protocol was designed to rapidly assess the technical performance and safety of the DMS in multiple substudies to guide the technology development.

Methods: Two sequential substudies enrolled 30 and 29 healthy volunteers between March–April 2014 and February–March 2015, respectively, to assess detection accuracy of the ingestible sensor by the DMS and the latency period between ingestion and detection of the ingestion by the wearable sensor or the cloud-based server.

Results: The first substudy identified areas for improvement using early versions of the wearable sensor and the mobile application. The second substudy tested updated versions of the components and showed an overall ingestion detection rate of 96.6%. Mean latency times for the signal transmission were 1.1–1.3 minutes (from ingestion to the wearable sensor detection) and 6.2–10.3 minutes (from the wearable sensor detection to the server detection). Half of transmissions were completed in < 2 minutes, and ~90% of ingestions were registered by the smartphone within 30 minutes of ingestion. No serious adverse events, discontinuations, or clinically significant laboratory/signal findings were reported.

Conclusions: The DMS implementing modified versions of the smartphone application and the wearable sensor has the technical capability to detect and report tablet ingestion with high accuracy and acceptable latency time.

Trial Registration: ClinicalTrials.gov identifier: NCT02091882

J Clin Psychiatry 2016;77(9):e1095–e1100
dx.doi.org/10.4088/JCP.16m10643
© 2016 Copyright Physicians Postgraduate Press, Inc.

 Patients with serious mental illness (SMI) such as schizophrenia, bipolar disorder, or major depressive disorder (MDD) are often poorly adherent to prescribed medication.1–3 For example, a retrospective analysis of adherence to second-generation antipsychotics at 6 months after hospital discharge reported mean medication possession ratios (MPRs) of 55.1% and 37.3% among patients with schizophrenia and bipolar disorder, respectively.4 MPR is the ratio of the total number of days supplied with medication within the follow-up refill period to the total number of days in the follow-up. Further, a systematic review of 10 studies in schizophrenia that defined adherence as “regularly taking medications as prescribed” reported a mean rate of medication nonadherence of 41.2%.5 Poor adherence is associated with suboptimal treatment response that results in a greater risk of relapse6,7; poor functional outcomes including arrests, violence, and impaired mental functioning6; and elevated health resource utilization.5,8 Long-acting injectable (LAI) formulations of oral antipsychotics have the potential to improve adherence; however, broad acceptance of the LAIs as a therapeutic option has been a challenge.9

Measuring adherence is difficult in clinical practice and most often relies on patient self-report (using direct questioning or psychometric instruments) or assessments provided by the health care provider or caregiver.10 These subjective methods can be easily implemented in the clinical setting but have questionable accuracy and tend to underestimate nonadherence.11,12 The currently available objective methods to assess patient adherence include pill counts, electronic devices that capture pill container openings such as Medication Event Monitoring System (MEMS) bottle caps, and pharmacy refill records.13 Electronic bottle caps and smart pill boxes, often considered the gold standard for assessing adherence,14 are limited to reporting the event of container opening. None of these measures can confirm medication ingestion. Biologic assays to detect the presence of a drug or its metabolite in bodily fluids can confirm medication ingestion but require an office visit, invasive collection techniques, and laboratory analysis, which are time-consuming and costly. Therefore, the shortcomings of the currently available methods underscore the unmet need to objectively assess adherence in patients with SMI.

A digital medicine system (DMS) has been developed to measure and report medication adherence in patients with SMI to enable patients to stay on track with prescribed therapy and to assist health care providers with patient insights to enable therapy optimization. The DMS combines the proven safety and efficacy of orally administered aripiprazole, an atypical antipsychotic,15 with the ability to electronically confirm medication ingestion and send feedback to the patient, health care provider, and elected others such as caregivers or family members.

The DMS is an integrated product with 3 distinct components: an ingestible sensor embedded in a medication tablet (digital medicine), a wearable sensor, and secure mobile and cloud-based computing...
Clinical Points

- Currently available objective methods of measuring medication adherence have limitations.
- A novel drug-device combination comprising an ingestible sensor embedded in a medication tablet (digital medicine), a wearable sensor, and software applications directly measures medication ingestion.
- This study demonstrates the capability of the digital medicine system to detect and report medication ingestion with high accuracy.

Applications (Figure 1). The characteristics of the ingestible sensor have been previously described.\(^{16}\) Briefly, after digital medicine is ingested, a signal generated by the ingestible sensor following activation in the stomach is received by the wearable sensor. The wearable sensor communicates the data to the mobile application on the patient’s smartphone, which transmits the data to the cloud-based server. Finally, the server transmits the data to health care provider and caregiver web portals. This technology has been tested in pilot studies with healthy volunteers\(^ {17}\) and in patients with tuberculosis,\(^{17,18}\) heart failure,\(^ {17}\) and hypertension,\(^ {17}\) as well as schizophrenia or bipolar disorder.\(^ {19}\) The development of such a multicomponent system requires an evidence-based program that includes a series of studies aimed at assessing performance and safety and tolerability of the individual components. An umbrella master study, OSMITTER (Otsuka Study of Marker Ingested to Trigger Event Recorder; ClinicalTrials.gov identifier: NCT02091882), was designed as a unique protocol for studies enrolling healthy subjects to rapidly assess the technical performance, safety, and user satisfaction of the 3 components of the DMS, with the goal being to efficiently guide agile technology product development. This article reports results from 2 substudies of the master protocol. The aim of the substudies was to test the hypothesis that the DMS is able to track medication ingestion with accuracy \(> 95\%\), a latency time \(< 5\) minutes between ingestion and registration by the wearable sensor, and a latency time \(< 120\) minutes between ingestion and detection by the DMS patient application.

METHODS

OSMITTER was a nonrandomized, prospective, single-site clinical trial. The protocol was approved by the institutional review board, and informed consent was obtained from subjects prior to participation. A subject can theoretically be enrolled in 24 substudies conducted sequentially within 1 year assuming that studies are not longer than 1 day and separated by mandatory 15-day intervals. Two sequential substudies of the OSMITTER protocol (206A and 206B) were conducted from March 2014 to April 2014 and February 2015 to March 2015, respectively, to assess the ingestion sensor detection rate and latency period. Substudy A identified areas for improvement using early versions of the wearable sensor and the mobile application. Following refinement of the components, the accuracy of ingestion detection was examined in a substudy B, which tested updated versions of the wearable sensor and the mobile application and used a trial design slightly modified from that of substudy A. The 2 substudies were conducted using the same methodology with several modifications implemented into the design of substudy B. Methods for substudy B are described in detail, and differences between the substudies are noted in the individual sections.

Objectives

The primary objective was to measure the accuracy of detection of the ingestible sensor by the DMS after ingestion and the latency period between the ingestion time reported by clinical site staff and detection of the ingestion event by the wearable sensor. The secondary objective was to measure the latency period between detection of the ingestion event by the wearable sensor and the event detection by the Otsuka cloud-based server. In addition, safety of the DMS was also evaluated. The information transmission steps are shown in Figure 2.

Subjects and Procedures

The studies were conducted during a 1-day visit at a single clinic site with healthy volunteers, men and nonpregnant women aged 18–65 years with a body mass index of 19–32 kg/m\(^2\). Persons with a history of skin sensitivity to adhesive medical tape or metals or a history of acute or chronic dermatitis were excluded from the study. Also excluded were persons with cognitive impairments or a history of drug/alcohol dependence. Each subject was provided 1 wearable sensor and received 4 placebo tablets each embedded with an ingestible sensor. In substudy A, the ingestible sensor was embedded in a 10-mg aripiprazole tablet (taken at the initial time point) or a placebo tablet (taken at 3 following time points). The wearable sensor was paired with a compatible mobile computing device (smartphone) and placed on the subject’s torso by the clinic staff just above the left costal margin between the xyphoid to the left midaxillary line. The sensor was replaced only if improper skin contact was detected by clinic staff or the mobile device. In substudy A, the wearable sensor was replaced before each ingestion event. Subjects were instructed to ingest the tablet embedded with an ingestible sensor with approximately 240 mL of water every 2 hours (hours 0, 2, 4, and 6) for a total of 4 ingestions. The type and quantity of food consumed during the study were not specified or limited, and the subjects were not restricted in their water consumption. In substudy A, the aripiprazole tablet (hour 0) and the placebo tablets administered at hours 2 and 6 were ingested without food; the placebo tablet administered at hour 4 was ingested with a high-fat meal (fat representing \(\sim 50\%\) of total caloric content of the meal). The protocol of substudy B required turning off personal cell phones to reduce potential Bluetooth interference and restricted placement of the study smartphone to a 3-m radius from the subject. Following the final ingestion, the subjects remained at the clinic site until the ingestion was detected by...
Developing a Digital Medicine System in Psychiatry

Figure 1. Digital Medicine System (DMS) Information Components and Data Communication

- **Aripiprazole/Placebo + Ingestible Sensor:**
  - Ingestible sensor embedded within tablets containing various dosages of aripiprazole or placebo
  - Ingestible sensor activates in the stomach and communicates to the wearable sensor

- **Wearable Sensor:**
  - Applied to left costal area and worn up to 7 days
  - Upon receiving signal from activated ingestible sensor, the wearable sensor sends a signal to the paired mobile computing device (e.g., smartphone or tablet computer)

- **Medical Device Data System (MDDS):**
  - MDDS is software located on the mobile computing device that transmits information received from the wearable sensor and shares data with the patient component (app) of the Otsuka medical software on the same device

- **Patient Component (App) of the Otsuka Medical Software:**
  - Patient component (app) of the Otsuka medical software, located on the mobile computing device, receives data from MDDS and transmits data via cell or Wi-Fi connectivity to the Otsuka cloud-based server

- **Otsuka Cloud-Based Server:**
  - Otsuka cloud-based server (located behind firewalls) communicates bi-directionally with the patient component (app) of the Otsuka medical software and completes averaging/trending of patient medication adherence data

- **Web Portals of the Otsuka Medical Software:**
  - Web portals of the Otsuka medical software use a graphical user interface to display data from the Otsuka cloud-based server
  - Provides patient-shared summary data to health care providers and caregivers in a unidirectional manner

Drugs-device combination ✖ Proteus components of DMS ✖ Otsuka components of DMS

Figure 2. Information Transmission Steps*

1. Ingestible sensor after ingestion to wearable sensor
2. Wearable sensor to MDDS
3. MDDS to patient component of the Otsuka medical software
4. Patient component of the Otsuka medical software to Otsuka cloud-based server

Each step is associated with a latency period. The study's primary latency time endpoint corresponds to step 1; the secondary endpoint represents the combined latency times associated with steps 2 to 4.

Abbreviation: MDDS = Medical Device Data System.

Endpoints

The primary endpoint was accuracy of detection of the ingestible sensor by the wearable sensor; this was measured as the proportion of subjects for whom the tablet-embedded sensor was detected after directly observed ingestion by the clinic staff at each time point. The sensor ingestion detection was recorded in a timeline of an icon displayed on the smartphone and observed by the clinic staff after each scheduled ingestion event. An additional primary endpoint was the latency time between the actual ingestion and detection of the ingestion event by the wearable sensor (step 1 in Figure 2). The secondary endpoint was the latency time between detection of an ingestion event by the wearable sensor and detection of that ingestion event

*Steps shown are as follows:
1. Ingestible sensor after ingestion to wearable sensor
2. Wearable sensor to MDDS
3. MDDS to patient component of the Otsuka medical software
4. Patient component of the Otsuka medical software to Otsuka cloud-based server

Information about adverse events (AEs) was collected from the study participants by telephone a week after the clinic site visit.

For reprints or permissions, contact permissions@psychiatrist.com. © 2016 Copyright Physicians Postgraduate Press, Inc.
in the cloud-based server (combined steps 2 to 4 in Figure 2) measured as a sum of 3 signal transmissions: (a) from the wearable sensor to the medical device data system (MDDS) in the smartphone; (b) from the MDDS to the patient component of the Otsuka medical software within the smartphone; and (c) from the patient component of the Otsuka medical software to the Otsuka cloud-based server. Safety and tolerability of the system components were additional endpoints. Safety variables included assessment of the frequency of AEs, device-related AEs, serious AEs, AEs leading to discontinuation, unanticipated device-associated AEs, clinical laboratory tests (hematology, serum chemistry and urinalysis), heart rate, and blood pressure.

**Statistical Analyses**

The efficacy (ingestion detection accuracy and latency) and safety endpoint data were analyzed in the intent-to-treat population, which included all subjects who ingested at least 1 tablet embedded with the ingestible sensor, regardless of successful ingestion detection. The proportion of detected ingestions was calculated for each scheduled ingestion timepoint (hours 0, 2, 4, and 6) and presented with a 2-sided 95% confidence interval (CI) using the exact Clopper-Pearson Binomial method. The latency periods were summarized using descriptive statistics for each scheduled ingestion time point. AEs were coded by system organ class and Medical Dictionary for Regulatory Activities (version 17.0, www.meddra.org). All safety variable data were summarized using descriptive statistics.

**RESULTS AND DISCUSSION**

### Substudy A

Thirty-eight subjects were screened and 30 were enrolled in the study. All 30 subjects completed the study and were included in both the endpoint and safety analyses. The subjects’ baseline characteristics are presented in Table 1.

The overall accuracy of ingestion detection, that is, the overall proportion of subjects with detected ingestion at the 4 time points, was 78.3% (94/120). Consumption of a high-fat meal 30 minutes before ingestion did not affect the accuracy of ingestion detection or the latency time (data not shown). A post hoc analysis of ingestion detection accuracy at each stage of information transmission showed a much higher rate of detection by the wearable sensor (118/120; 98.3%) that suggested a disruption in communication between the wearable sensor and the smartphone application. The analysis revealed that an early version of the smartphone application used in the study did not properly check for a complete data transfer from the wearable sensor to the application. In addition, the protocol for the substudy A did not draw attention to the option of forced data upload from the wearable sensor before removal of the sensor after each ingestion event. The combination of these 2 factors resulted in suboptimal accuracy of ingestion detection reported in the study. An updated version of the smartphone application corrected deficiencies of the early version and was designed to communicate with an updated version of the wearable sensor.

### Substudy B

Thirty-five subjects were screened and 29 were enrolled in the study. All 29 subjects completed the study and were included in both the efficacy endpoint and safety analyses. The subjects’ baseline characteristics are presented in Table 1.

The accuracy of ingestion detection by the wearable sensor at the 4 time points was between 93.1% and 100% (Table 2). Overall, ingestion was detected in 112 of 116 (96.6%) events. This is consistent with detection accuracy reported for the ingestible sensor in previous studies. The mean latency time from actual ingestion to signal detection by the wearable sensor at the 4 time points was between 1.1 and 1.3 minutes (Table 2). The majority of ingestions (90/116; 77.6%) were detected between 1 and 3 minutes; 16.4% (19/116) of ingestions were detected in < 1 minute (Figure 3).

The mean latency time from ingestion signal detection by the wearable sensor to ingestion detection by the cloud-based server at the 4 time points was between 6.2 and 10.3 minutes (Table 2). The mean values are affected by several latency times longer than 30 minutes; it is important to note

<table>
<thead>
<tr>
<th>Table 1. Demographic and Baseline Characteristics of Enrolled Subjects</th>
</tr>
</thead>
<tbody>
<tr>
<td>Characteristic</td>
</tr>
<tr>
<td>----------------</td>
</tr>
<tr>
<td>Age, mean (range), y</td>
</tr>
<tr>
<td>Sex, % male</td>
</tr>
<tr>
<td>Weight, mean (range), kg</td>
</tr>
<tr>
<td>BMI, mean (range), kg/m²</td>
</tr>
<tr>
<td>Race, n (%)</td>
</tr>
<tr>
<td>White</td>
</tr>
<tr>
<td>Asian</td>
</tr>
<tr>
<td>Black/African American</td>
</tr>
<tr>
<td>Other</td>
</tr>
<tr>
<td>Ethnicity, Hispanic, n (%)</td>
</tr>
<tr>
<td>Abbreviation: BMI = body mass index.</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Table 2. Detection of Sensor Ingestion and Latency Period in Substudy B</th>
</tr>
</thead>
<tbody>
<tr>
<td>Endpoint</td>
</tr>
<tr>
<td>Subsets with ingestible sensor detectiona</td>
</tr>
<tr>
<td>95% CI</td>
</tr>
<tr>
<td>Time from ingestible sensor intake to detection by wearable sensor, mean (SD), min</td>
</tr>
<tr>
<td>Time from ingestion detection by wearable sensor to recognition in cloud-based server</td>
</tr>
<tr>
<td>Median, min</td>
</tr>
</tbody>
</table>

aObserved by clinic staff on the mobile device at each time point after ingestion.
bn = 27.
cn = 28.

Abbreviations: CI = confidence interval, SD = standard deviation.
that 50% of transmissions from the wearable sensor to the server were completed in <2 minutes, and approximately 90% (105/116) of all ingestion events were registered by the smartphone within 30 minutes from the actual ingestion. The measured latency time is a sum of 3 signal transmissions (steps 2 to 4, Figure 2). An additional analysis of latency time at each of the 3 steps showed that greatest latency occurred during signal transfer from the wearable sensor to the MDSS.

Safety analysis reported no AEs including device-related effects, no study discontinuations because of AEs, and no clinically significant laboratory or vital signs findings.

Study Limitations

The study assessed technical performance of the DMS components under experimental conditions that aimed to minimize potential interference by factors of a real-world setting. The study was conducted in healthy subjects using placebo instead of medication tablets and followed a protocol that required assisted administration of the wearable sensor and its pairing to a smartphone; in the real world, patients are expected to use the system after initial training independently and/or with assistance of a caregiver. Studies testing the usability of the DMS in the intended user population have been conducted. Preliminary results indicate that ~80% of patients with schizophrenia are able to apply the wearable sensor and pair it with the smartphone independently and/or with minimal assistance.20 Lastly, the experimental setting restricted distance between the subject and the smartphone and reduced potential interference from other mobile devices. It should be noted that the interference between personal mobile devices and the study smartphones observed during substudy A that led to protocol modification of substudy B will likely be reduced in real-world settings because patients will be able to download the application on their personal smartphones. It is also expected that technical improvements of the system will further reduce interference.

CONCLUSIONS

Accuracy of ingestion detection and latency period are critical parameters of the DMS that required a creative approach implementing a unique study design to rapidly assess and optimize performance of the system’s components. The results demonstrate that updated versions of the smartphone application and the wearable sensor substantially improved accuracy of ingestion detection by the DMS when compared with that using the original versions. The wearable sensor of the DMS detected ingestion events effectively (~97%) and with a minimal average delay (~1 min). The data transmission from the wearable sensor to the cloud-based server was associated with an average delay of approximately 6 to 10 minutes, and the signal transfer from the wearable sensor to the MDSS on the patient smartphone represented the majority of the overall latency time. Approximately 90% of ingestion events were registered by the smartphone within 30 minutes from the actual ingestion, indicating that delays beyond 30 minutes were uncommon. No safety issues were reported, demonstrating good tolerability of the DMS components. Overall, the results show that the DMS has the technical capability to detect and report tablet ingestion with high accuracy and acceptable latency time.

Submitted: January 6, 2016; accepted April 29, 2016.

Online first: July 5, 2016.

Drug names: aripiprazole (Abilify).

Potential conflicts of interest: Drs Prof, Rohatagi, Zhao, and Peters-Strickland are employees of Otsuka Pharmaceutical Development & Commercialization, Inc. Drs Hatch and Docherty are employees of ODH, Inc.

Funding/support: The study was funded by Otsuka Pharmaceutical Development & Commercialization, Inc.

Role of the sponsor: The funder is fully responsible for the conduct, interpretation, and reporting of this study.

Acknowledgments: Editorial support for development of this manuscript was provided by C4 MedSolutions, LLC (Yardley, PA), a CHC Group company, and was funded by Otsuka Pharmaceutical Development & Commercialization, Inc.
REFERENCES